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Abstract
In computed tomography (CT), metal implants increase the inconsistencies between the measured data and the linear
attenuation assumption made by analytic CT reconstruction algorithms. The inconsistencies give rise to dark and
bright bands and streaks in the reconstructed image, collectively called metal artifacts. These artifacts make it difficult
for radiologists to render correct diagnostic decisions. We describe a data-driven metal artifact reduction (MAR)
algorithm for image-guided spine surgery that applies to scenarios in which a prior CT scan of the patient is available.
We tested the proposed method with two clinical datasets that were both obtained during spine surgery. Using the
proposed method, we were not only able to remove the dark and bright streaks caused by the implanted screws but we
also recovered the anatomical structures hidden by these artifacts. This results in an improved capability of surgeons
to confirm the correctness of the implanted pedicle screw placements.
Keywords: Computed tomography reconstruction, low dose CT, cone-beam CT, metal artifacts.
1. Introduction
X-ray computed tomography (CT) is a leading cross-
sectional imaging technique lauded for its high image res-
olution and rapid speed of acquisition. CT reconstruction
algorithms based on the Radon transform reconstruct the
internal structures of human bodies by utilizing the X-
ray photon interactions with matter which are following
the Beer-Lambert law [1]. However, this procedure takes
the assumption that the X-ray source is monochromatic.
When it comes to (more realistic) polychromatic X-ray
sources, low-energy photons are attenuated more easily
than high-energy ones and, as a result, the X-ray beam
is hardened as it passes through the material, shifting the
energy spectrum toward higher energies. This becomes a
particular problem when CT scanning is conducted with
patients bearing metallic implants, which have dramati-
cally increased attenuation properties for lower energies.
The selective photon absorption not only increases the
amount of dose absorbed by the object, it also amplifies
the X-ray beam’s hardness. Moreover, the implanted met-
als can severely change photon direction (and energy). A
failure to consider all of these kinds of non-linear behav-
iors in the X-ray photon interactions (also include Pois-
son noise, photon starvation, motion, partial volume ef-
fect and etc) results in various artifacts, for example, dark
streaks along the lines of greatest attenuation [2, 3]. The
high pass filter used in Filtered-back projection (FBP) [4]
then further exaggerates the differences between adjacent
detector elements where one element has received a hard-
ened beam and the other has not. This unintended contrast
produces bright streaks in other directions. As a conse-
quence, due to these adverse mechanisms, metal artifacts
obscure information about anatomical structures, making
it difficult for radiologists to correctly interpret the af-
fected CT images.
There have been extensive efforts in developing metal
artifact reduction (MAR) algorithms to compensate the
approximation errors caused by implanted metals or high
density objects. These efforts can be largely divided
into two types of approaches: iterative reconstruction and
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sinogram correction. The iterative reconstruction meth-
ods adapt existing X-ray CT systems by incorporating
one or more of the following types of a-priori knowl-
edge: (1) low-level information of the images to be re-
constructed [5, 6, 7, 8], (2) the X-ray spectrum of the
source [9], (3) the attenuation functions of the base ma-
terials [10, 11, 12], and (4) the composition of the metal
components [13]. More recently proposed iterative algo-
rithms attempt to reduce beam hardening effects without
the need of any prior knowledge by decomposing the im-
age to be reconstructed into low and high density compo-
nents [14, 15].
On the other hand, the sinogram correction methods
aim to directly correct the metal shadow regions in the
projection data in which the corresponding rays have in-
teracted with metal objects. One early approach replaces
the corrupted data with their neighbors using linear [16]
or high-order interpolation schemes [17, 18, 19]. How-
ever, the interpolation-basedMARs often suffer from loss
of detail around the metal objects, and they also have high
propensity to introduce new streak artifacts [20]. To ad-
dress the lack of structural information, Prell et al. [21]
and Meyer et al. [22] attempted to build prior CT images
by roughly segmenting the uncorrected or pre-corrected
CT image into soft-tissue, air, and bone equivalent ma-
terials. This has been a promising idea and further ef-
forts have emerged that seek to produce a better prior im-
age with the help of advanced computer vision techniques
[23, 24]. Recently, for example, Zhang et al. [25] utilized
a convolutional neural network to generate a more sophis-
ticated prior and used it to correct the sinogram contami-
nated by metal artifacts.
In this paper we present a new MAR method that also
uses the general approach of correcting a contaminated
sinogram by substituting corrupted data with cleaner data
available in prior images. The synthesis process we pro-
pose is not unlike the one often used in image-guided
surgery (IGS) [26]. These methods perform a real-time
correlation of the operative field with a preoperative imag-
ing dataset to show the precise location of a selected sur-
gical instrument in the surrounding anatomic structures.
To realize this, before the surgery, the patient undergoes a
series of CT scans that reveal the soft tissues and bony
structures. In our scenario, these preoperative CT im-
ages serve as prior images to help remove the metal ar-
tifacts that appear in intra- or post-surgery CT scans due
to the implanted metal objects. Since such prior images
have been acquired from the same patient, they will likely
contain very similar internal structures, especially around
metal implants. Furthermore, as these regions are often at
least partially surrounded by bone it is unlikely that they
are markedly deformed during the surgery. Thus, to find
surrogate values to replace unreliable data in the sino-
gram, we first search ray paths in the prior images that
have very similar density profiles along the ray passing
through the metal objects. Then, the best matched prior
ray profiles are used to correct the ray paths profiles that
are corrupted by metal artifacts. Finally, the unreliable
data are replaced with the re-projections of corrected ray
profiles. We explored this general idea in [27] but this pre-
liminary work was limited to 2D fan-beam CT geometry.
In this paper, we generalize our method to 3D cone-beam
CT geometry and also present a significantly refined and
mature framework.
In the following, Section 2 describes the proposed
method and its technical details. Then, in Section 3, we
show metal artifact reduction results. Section 4 concludes
the paper with a discussion on future research directions
for the proposed method.
2. Methods
In the following we use spine surgery as an example
where a prior patient scan is available and an immediate
post-surgery scan is required to confirm the correctness of
the placements of the implanted metals screws.
Our method requires two CT data sets (or one that
has a sufficient portion free of metal). One data set is
an artifact-free prior CT scan taken before the (spine)
surgery. The other is obtained during the surgery, contain-
ing metal artifacts due to the implanted pedicle screws.
Although the two CT scans are taken from the same pa-
tient, they might be obtained in different conditions (e.g.
patients pose, X-ray dosage amount, field-of-view and
etc.). Therefore, it is necessary to register one volume to
the other before applying the proposed ray profile correc-
tion method. This registration step is described in Section
2.1. Ray profile correction is also required to know which
parts of a ray path belong to metal objects, and which ones
do not. For this, we extract the implanted pedicle screws
from the uncorrected CT volume (the volume suffering
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from metal artifacts). This metal localization step is de-
scribed in Section 2.2. In the following we shall call a set
of sample points along a ray the ray profile. A line inte-
gral is then computed as the weighted sum of all sample
points of a ray profile. Also, we will define the regions
traversed by rays passing through metal objects as metal
shadow. The projection values under the metal shadow
are unreliable because of beam-hardening, photon starva-
tion, and so on, and they will result in metal artifacts. Our
goal is to compute surrogate values in the metal shadow
regions by correcting the corresponding ray profiles using
the aligned prior CT volume and geometric information
of the implanted metal (here the pedicle screws). This
new correction scheme is explained in Section 2.3. Fi-
nally, the corrected metal shadow is combined smoothly
with the original CT projection data as described in Sec-
tion 2.4. The overall process is illustrated in Figure 1.
2.1. Rigid volume registration
For the ray profile correction, we need to find matched
prior profiles from the prior CT volume generated in the
pre-operative CT scan. This prior CT volume is usu-
ally significantly misaligned with the CT volume obtained
during or after the surgery. The patient may be in a differ-
ent pose or the CT scan may cover a different range of the
spine region (or have a different field-of-view). All that
these two volumes might have in common is the surgical
region itself. One naive approach for finding matched ray
profiles would be to exhaustively search the prior CT vol-
ume with the ray profiles extracted from the uncorrected
CT volume. This approach would be computationally
very demanding as the searching space is almost infinite.
Instead, we align the two volumes and then find the set
of matched prior profiles. The challenge in aligning two
CT volumes taken at different times is that there can be
large discrepancies in the soft internal structures (e.g. tis-
sues). To resolve this problem, we first extract bone struc-
tures which are quite robust to deformation and also less
contaminated by metal artifacts, in contrast to soft struc-
tures (see Figure 2 for a visualization). For the bone struc-
ture extraction, assuming there are only low and high den-
sity materials, we employ the balanced histogram thresh-
olding (BHT) method [28]. Figure 3 shows two CT vol-
umes obtained before and after surgery along with bone
structures extracted using the BHT method. The prior
volume is then rigidly registered to the uncorrected one
by solving the following minimization problem:
~ˆθ = argmin
~θ
N∑
i=1
pi · | f
unc
i − T~θ( f
pri)i|. (1)
Here, f is the bone-only CT volume and its super-script
unc and prior indicate the uncorrected and the prior CT
volumes, respectively, which consist of N voxels in to-
tal. The T~θ(·) is a rigid volume transformation operator
with parameter vector, θ, which includes 3 translations
and 3 rotations in a 3D Cartesian coordinate system. Us-
ing Eq.(1) we find the optimal parameter vector, ~ˆθ, which
has a minimum weighted sum of the voxel-wise absolute
difference between the two volumes. The weight term, pi,
is there to further penalize the data mismatch term if two
voxels came from different anatomical structures (materi-
als). It is formalized as follows:
pi =

1 if f unc
i
and T~θ( f
pri)i ∈ same material
c otherwise
(2)
Here, we give more penalty, c(≥ 1) if the two voxels
are not in same material (i.e. two voxels are from bone
structures or not). This minimizes the contribution of
mis-categorized voxels in the uncorrected volume, such
as voxels in the bright band or in implanted metals that
are regarded as bone after applying the BHT segmenta-
tion.
We use a GPU-accelerated Hybrid-PSO (particle
swarm optimization) algorithm to solve the minimization
problem in Eq.(1) which avoids a convergence to a local
minima [29, 30]. More specifically, in each generation,
we randomly choose half of the particles and randomly
adjust either a translation or rotation parameter with uni-
form probability. In every third generation, we pick half
of the worst particles. The first half of these are replaced
with completely new random values. Among the remain-
der, three-fifth of the particles are randomized as we do
in each generation and the crossover is applied to the oth-
ers. These types of randomization strategies have proven
effective in finding the global solution in different opti-
mization tasks [30, 31]. Figure 3 shows an example of the
rigid registration result.
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Figure 1: Overview of the proposed MAR method
Figure 2: Similarity in bone structures between CT scans (a) before and
(b) after a spine surgery. The visualizations are manually adjusted and
colored to show the best view (Blue for bone and red for implanted pedi-
cle screws and jaw that have higher density than bone).
2.2. Localization of implanted metal objects
Before we can correct the ray profiles (see Section 2.3),
we need to know whether a sample point in a given ray
profile originates from metal (or not). For this purpose,
we segment the screws from the uncorrected CT volume
as follow. In the first step, we use the balanced histogram
thresholding (BHT) method [28] to get a coarse segmen-
tation. After that we apply the DBSCAN (Density-based
spatial clustering of applications with noise) algorithm
[32] to the segmented structures. DBSCAN is a popular
clustering algorithm which classifies points that are not
well connected to a cluster as outliers. We found that DB-
Figure 3: Rigid CT volume registration. (a) uncorrected CT volume,
(b) prior CT volume, (c) registered prior CT volume to (a), (d) extracted
bone structures of (a), (e) extracted bone structures of (b), (f) pseudo-
colored overlap view of (a) and (c). Note that the presented CT slices,
(a) and (b), initially show a large discrepancy although they have been
sampled from the same z-index before applying the registration.
SCAN did very well to remove any remaining noise and
obtain an accurate segmentation of the metal objects (in
our case, the screws). The clean segmentation also al-
lows us to to precisely determine how many screws were
implanted. Optionally, we might also include prior geo-
metric knowledge to accelerate the process and to further
improve the clustering accuracy. Figure 4 shows a screw
extracted from an uncorrected CT volume. Figure 4c is
what we will refer to as the metal-only CT volume.
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Figure 4: Metal localization. (a) uncorrected CT volume, (b) extracted
high density materials using the BHT, and (c) final results with DB-
SCAN
2.3. Ray profile correction
To compute the profile’s surrogate values (the values
subject to replacement), we use the observation that metal
artifacts usually appear around implanted metals and that
the degree of corruption tends to decrease with distance
from the metal region. Using this observation, the noisy
ray profiles are corrected by dividing it into two regions,
metal and non-metal regions. A metal region is the part
of a profile that traverses a metal-only CT volume. For
these regions, since we usually know the material of the
implanted metals and their linear attenuation coefficients,
the surrogate values are replaced with the linearly inter-
polated values of the two profiles extracted from the prior
and the metal-only CT volume. We use linear interpola-
tion to take into account the partial volume effect around
the metal boundaries and so avoid any binarization ar-
tifacts. For the non-metal regions, the surrogate values
are computed by linear interpolating between the noisy
and prior profiles extracted from the uncorrected and the
prior CT volume, respectively. The interpolation weight
is given by the distance from the nearby metal boundaries
along the ray path. It takes into account that when a point
in a ray profile is close to a metal it is more likely deterio-
rated by metal artifacts and thus we put more emphasis on
prior information. Vice versa, when a profile point is suffi-
ciently far away frommetal we can safely rely on its value
in the uncorrected volume. As such, our method smoothly
blends prior image information into the currently acquired
imagery but only at locations where the current image in-
formation is likely unreliable due to metal artifacts.
Our ray profile correction scheme is described in Figure
5 and can be formulated as follows:
pnewi =

lerp(ρ, pclean
i
, pmetal
i
/ρ) if i ∈ metal region
lerp(pclean
i
, p
noisy
i
, c · exp(−pdt
i
/h)) if i ∈ non-metal region
.
(3)
where lerp(α, β, ω) is the linear interpolation operator
such that ω · α + (1 − ω) · β. In this equation, pi rep-
resents the sampled value of a ray profile at position i
while its superscripts new, metal, noisy and clean, indi-
cate the corrected profile and the profiles extracted from
the metal-only, uncorrected, and aligned prior volumes,
respectively. The superscript, dt, denotes the distance
transform of pmetal and henceforth, pdt
i
is the distance from
the position i to the closest metal boundary along the ray
path [33]. The value ρ is the linear attenuation coefficient
of the implanted metals while h is a scalar that controls
the smoothness of the weight factor and c is a constant
value representing how similar the aligned prior volume
is to the uncorrected one. We experimentally determined
it as 0.7 in this work.
2.4. Seamless in-painting
Recall that sample profiles are only computed for rays
that traverse the segmented metal in the metal-only CT
volume. We integrate these rays and store them in a cor-
rected sinogram. Figure 6a shows a portion of an uncor-
rected sinogram while Figure 6b shows the same region
with the corrected profiles only. The final task is to re-
place the metal shadow regions of the uncorrected sino-
gram with these corrected regions. However, a direct re-
placement of the data can lead to undesired discontinuities
around the boundary of the metal shadow, resulting in the
generation of new artifacts [20]. Therefore, it is impor-
tant to seamlessly combine the new data with the existing
ones at the boundary while internally keeping the rela-
tive contrast and the details of the data. To achieve such
a seamless in-painting, we solve the following minimiza-
tion problem [34]:
Pˆnew = min
Pnew
∑
i∈R

∑
j∈Ni∩R
(∇Pnewj − ∇P
corr
j )
2 +
∑
j∈Ni∩∼R
(Pnewj − P
orig
j
)2
 ,
(4)
where P is projection data and its super-scripts, new, corr
and orig, represent the in-painted, corrected, and original
projection data, respectively. R denotes the metal shadow
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Figure 5: Ray profile correction. [left] ray profiles extracted from noisy, prior, metal-only and corrected CT volumes and interpolation weights in
[right-top] metal region and [right-bottom] non-metal region. In these figures the x-axis denotes the sampled locations of the ray profiles, while the
y-axis shows the intensity (or weight) values at these positions.
region and Ni is 8-connected neighborhood of a pixel, i.
In this equation, the first term aims to preserve the gradi-
ents of the original (uncorrected) projection data in the
metal shadow regions while lowering the intensities to
non-metal values. Preserving the original gradients en-
sures that the detail and contrast in the projection data is
maintained for the subsequent reconstruction. The sec-
ond term in the equation affects the metal shadow region’s
boundary only and ensures a smooth transition to the out-
side regions. Figure 6c shows a result of this seamless
in-painting process using the same region than in panel a
and b.
3. Results and Discussions
To test the proposed MAR framework, we used clini-
cal CT projection data obtained during an image-guided
surgery procedure on a cervical spine region using a
Medtronic O-Arm surgical imaging CT scanner. The
scanner has a source to axis distance of 647.7 mm and
a source to detector distance of 1147.7mm. It is equipped
with a flat X-ray detector with 1024 × 384 bins and
an active area of 393.432 × 290.224 mm2. During the
scan, 360 projectionswere collected uniformly distributed
over 360◦. The 3D reconstruction used the filtered back-
projection algorithm [1] and produced a 512 × 512 × 192
volume with a voxel size of 0.415 × 0.415 × 0.83 mm3.
Figures 7 and 8 show some results we obtained using
our metal artifact reduction algorithm. The spine has two
pedicle screws implanted. Figure 7 shows one of them in
transverse, sagittal and coronal views. Note that the sagit-
tal and coronal views are horizontal and vertical cut slices
passing through the screws, respectively. Figure 8 shows
the other implanted screws in the same manner. Overall,
the proposed method effectively removes the metal arti-
facts (dark/bright bands and streaks) and reveals clear out-
lines of the implanted pedicle screws which are suitable
for evaluating their placements after the surgery. For ex-
ample, in Figure 7, top and bottom row, the yellow arrow
indicates a pedicle screw where only the corrected image
(column b) can reveal that is has been correctly inserted
into the bone without extending into the tissue. Likewise,
the yellow arrow in the middle row in Figure 7) shows a
volume feature that was previously hidden by the beam
hardening artifacts (column a) but is now readily visible.
One side effect of the proposed method is the tendency
of blurring the anatomical structures near metal objects.
The difference images (column c) between the uncor-
rected and corrected images show (1) the removed arti-
facts, (2) a bright version of the metal pieces (as men-
tioned, our method lowers their projection values in the
sinogram), and (3) some incorrectly removed details. The
latter causes the blurring effects (annotated by the red ar-
row in Figure 7 and Figure 8). We think this is primar-
ily because of the distance-based artifact region prediction
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Figure 6: An example of seamless in-painting. (a) original, (b) corrected and (c) in-painted projection data
Figure 7: Case study I. From top to bottom, transverse, coronal and sigittal views.
model in Eq.(3) where the model estimates the artifact re-
gions based on the distance (pdt
i
) from a point to the near-
est metal boundary along a ray path regardless of whether
the point is corrupted bymetal artifacts or not. One way to
mitigate the blurring effect could be to introduce an addi-
tional stage at the end of our MAR framework that would
exploit the information hidden in the low- and high-pass
filtered sinograms [35] or images [36] to control the cor-
rection process.
4. Conclusion
We have presented a new method for metal artifact re-
duction (MAR). It assumes that a prior CT scan taken be-
fore implanting the metal objects into the patient is avail-
able. Using this prior scan and a segmentation or a model
of the metal implant, we utilize a novel ray profile cor-
rection scheme which computes an accurate estimate of
the rays traversing the projection regions affected by the
metal artifacts. Our experiments with clinical CT data
indicate that the proposed method can clearly reveal the
placements of implanted pedicle screws that were am-
biguous before due the significant metal artifacts.
Future work will extend this work along three direc-
tions. Firstly, we will further investigate the behavior of
the phenomenon of beam hardening for better metal ar-
tifact region prediction. Secondly, using a CAD model
available for commercial pedicle screws, we believe a
better localization of the implanted metal can be accom-
plished, leading to a better ray profile correction. Lastly,
we also believe that utilizing existing algorithms that can
reveal features hidden by metal artifacts in conjunction
with a MAR method will be able to help resolve the oc-
7
Figure 8: Case study II. From top to bottom, transverse, coronal and sagittal views.
casional blurring effects around metals. Finally, we also
plan to conduct more clinical case studies which will con-
tain a wide selection of different implanted metals and dif-
ferent amounts of metal artifacts.
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